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MODEL 320-X SCHEMATIC DIAGRAM 


DCV(50KQ/V) DC CURRENT ACV(5K«/V) OHMS 



320-X 

’ List of main parts 

Symbol 

Description 

Symbol 

Description 

R 1 

Resistor C 12.5MS2, film), AC 500v multiplier 

R22 

ReSiAtor (44k£2, film), ohm senes 

R 2 

RsstetOr (7.5MS2, film), PC Z50V mulhplter 

R23 

Resistor (9 5k£l, film), nhm X 100 shunt 


R3 

Resistor (3.75MC2, film), Lift l.OOV multiplier 


Resistor (813D., film), ohm X 10 shunt 

R 4 

Resistor (lMfi, film), DC 25V multiplier 


Resistor (79.5£1, w: rewound), nhm X 1 shunt ’ 

R 5 

Resistor (243k£J, film), DO 5V multiplier 

R25 

Resistor (10K&), 0 Ohm £tdjU&tin|^ potentiometer 

R 6 

Resistor (7 5k£2, film), shunt 

R27 

RfiSiStOi 1 f!5k£2, film), ijhdnJ; 

R 7 

Resistor (3ki2, film), sarias (variable) 


Resistor (lOOlWffl. film), DC 5000V multiplier 

H ft 

Resistor (4k£J. film), series (variable) 

B 1 

Dry cell (1 5 volt) 

R 9 

Resistor (0 6£J, wirewound). DC 250m.A shunt 

3 2 

Dry cell (22 5 volt) 

RIO 

Resistor (5452. wlrewoued), DC 25mA shunt 

D1-D2 

Copper-oxide rectifier (RF20 type) 

Rll 

Resistor (54£, Wirtewound), DC 2 5mA ^h^nf 

P 

1 Panel (320-X type) 

Ria 

Resistor (30kE, film), DO 2S«A shunt 

iron case (320 X type) 

R 13 

Resistor (S.5MSS. film), AC lOOOV multiplier 

SH 

Battery holder with holding metal 

R 14 

AesJflfor ( 1 25M&, film), AC 500V muUppli^r' 

M 

Meter movement (20 microampere) 

R15 

Ro^lStor (750kfl. film), 250V multiplier j 

Pm type iack, 3 required (4jl) 

ft 16 

Resistor (375k£. film), AC IOOV multiplier 

RH 

Resistor holder 

R17 

Resistor (100k£?., film), AC 25V miiltipliAr 


Rantfe scienter ^WltOh 

R18 

Resistor fl5Gk£2, film), AC. 5 V multiplier 

Range selector switch knob 

R 19 

Resistor (50k- 200k S’, film), AC shunt 

Zef'h ohm a d| us ter knob 

R20 

Resistor ( 3 f)K 4Qk£2 r film), AC sensitivity calibration 

Merer movement r.ovqr A, base 


Resistor C7$3k£, film), ohm X 1000 scrios 

Test lead, pair (4^) 
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